MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY -
BREATH ALCOHOL PROGRAM [RECE!VED }
DATAMASTER MAINTENANCE REPORT By Carol Day at 8:13 am, Oct 31, 2014

Complete this report at the lime of the regular monthly preventive maintenance check {nol {o exceed 35 days).
Complete this report whenever the instrumant is serviced or repaisred and whenever it Is placed into service.
Retain the original and send a copy within 15 days to the Brealh Alcohol Program, DHSS,

DATAMASTER SN NAME OF AGENCY DATE OF INSPECTION
204135 Missouri State Highway Patrol 10/29/2014
LOCATION OF INGTRUMENT (STREET AND CITY: TIVE QF INSPECTION
Pike County Sheriffs Deparirment, Bowling Green, Missouri 8:35 pm
ry or il operaling within established limits. (Write in observed values

CHECKLIST: Place a mark In the box by each item If found to be satisiacio

where determined.) Unmarked items must be corrected bafore using {nstrument.
DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (from printout) 10/29/2014 2035

k] compuTER /] beTECTOR

Kl proGRAM 1 FiLTERS

HEATERS SAMPLE CHAMBER 49°¢ ] quARTZ STANDARD

V1 FLow DETECTOR I/l cALIBRATION

K1 PuMP HIGH SPEED 1 PRINTER
W] INDICATOR LIGHTS
1 SIMULATOR SOLUTION SUPPLIER Guth Labs, INC. Lor # 13290 EXP. paTE _10/29/2015
] SIMULATOR TEMP (34°C = 0.2°C) 34.2 *C SIMULATOR SN GB768 EXP, DATE 04/23/2015

] CAUBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three tests using a standard solution. All three tests must be within £5% of the standard value and must have a spread of .005 or
tess, Mark the box corresponding to the standard solution being used. (PRINTOUT ATTACHED)

E 0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
D 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
[] 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0,042% INCLUSIVE

TEST 1= g9 TEST 2= 400 TESTaAw» 00

V) PerFORM REI. TEST (PRINTOUT ATTACHED)
{INDICATE THE NUMBER QF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
!(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

{.10-.14) 1 {.15-19) 1 QOVER .19 0

RESTORE THE INSTRUIMENT TO OPERATE SATISFACTORILY AND WITHIN ESTABLISHED LTS

|REFUSALS 0 |(0-04) 0 (05-09) 1

| UST ANY NEW PARTS AHD DESCRIBE ANY ALTERATION OR MODIFIGATION THAT WAS MADE 10
{{USE CTHER SIDE IF NECESSARY).

PRINT FULL NAME

Z:GMTL,?;\_,FJ 20 ?%7.?( FEE5 Cpl. B. W. Long #855
{70 A TELEPHONE NUMBER

YPE I PERWT \%E;f,zzxvlﬁxrﬁwéyé
230035 0212712015 {636) 300-2800

Breaih Alcchol Program, MO Depariment of Heallh and Senior Services, Souineast District Office
2875 James Bivd, :

AETUAN COMPLETED REPORT TO THE:




GUTH LABORATORIES, INC.

B0 RORTH 87Tth STREET & HARRISBURG, PA 17141 4511 & TELEPHONE: 1175845470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 13290 of
Alcohol Reference Solution for Simulator were analyzed by
gas  chromatography on October 31, 2013, using a Perkin Elmer Gas
Chromatograph Autosystem XL S8/N: 610N9030209, and found to contain
0.1202% (w/vol) ethyl alcohol. The expiration date for this lot
number is October 29,2015 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C /- .2°C, this solution will give a breath alcohol
analysis instrument reading of 0.100 g/210L +/- 3%,

The alcohol and water used in this solution were

free of test interfering substances.

7.

Ted L. Pauley, President
GUTH LABORATORIES, INC.

NIST Traceability:
Testing was conducted using Ceriliiant Reference Standard lot number FNI23211-02 whose

values are traceable to NIST.
All balances are calibraied annually by an ouwlside agency using NIST traceable weights.

Caltbration verification is done prior 1o each use utitizing NIST traceable weights.



Face This Side Down - This Edge In Firse

BAC DataMaster
Evidence Ticket

MISSOURT STATE HIGHWAY PATROL
EAC DRTAMASTER SERIAL NUMBER sadias
18,2914
2
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Lo

= DIABHDSTIC CHECK ——-
COMPUTER: HRY

FROGRAM (Ad~a7-0069:: oRAY

HEATERS
SAMFLE CHAMEER: 49
FLOW DETECTOR: aKay
Fiibje
HIGH ZFPEED: 2Ry
BETECTOR: OKRY
FILTERE: KAy
i TIARTZ STEHDARD: DEAY
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Face This Side Down - This Edge In First

BAC DataMaster
Evidence Ticket

MISSOURI STRTE HIGHWAY FATROL
BAC DATANASTER SERIAL HUMBER 294133
18,297 14

TESTIMG OFFICER:
LGB

OFFICER [.D,: 855

PERMIT MUMBER: 23

HE3
EXFIRATION DRTES @E
MISCELLAMEOUS DATAS

1'!‘& n..fl

/1

A

~=~ SUPERNVIZOR MODE ——-

BLAMK TEST
IHTERHAL STAMDARD
ENTERMAL ZTAMDARD
BLAMK TEZT
EXTERNAL STANDRRI
ELANK TEST

KTERNAL STAHDARD
BLANK TEST
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Face This Side Down - This Edge In First

BAC DataMaster
Evidence Ticket

MISSCURT STATE HISHWARY PRTROL
FAC DATAMASTER ZERIAL HUMBER ZG4135
18289714

ARREST TIME: 28:25
SUEBJECT MRME!

HUOHE
DOB: Alsmlsid SERL N
STATESLL L.+ MOSHOME
ARRESTING OFFICER:

HONE
OFFIZER I, DR.' HOME
TESTING OFFICER:?

LUNG-E< W
OFFICER §.D.: 8355
PERMIT MUMBER! 2360233
EXPIRATION TRTE: &2-27715
MIZCELLANEDUE DPRTH:

RADIO INTERFEREHCE TEST

~~= BREATH AHARLYEIE ——-

BLARK TEST « B 247

THTERHAL ZTANDRRD VERIFIED 284y
. RALIG IHTERFEREMCE

>

Operalor Signature CII‘Z W \%’ #ESS




Operator Signature

face This Side Down - This Edge In First

BAC DataMaster
Evidence Ticket

MISSOURT STAHTE HIGHWAY FATROL

EAC DATAMASTER ZERIAL NUMBER 284123

12904

ARREST TIME: 28125
SURJECT HAME:

MOHE
e fAil-sRlsad SEXT M
STRTEAD.L, ¢ MO-MA
AERESTING OFFICER:S

NIONE
NEFICER I.D0.% NONE
TEATING OFFICER:

LOMG/ R/
OFFICER I.T.: 855
PERMIT HUMEER: Z23@033
ExPIRATION BATE: @2<27-1%
MISCELLANECIE DRTM

ZELF TERT
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ELANK TEST . I
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STATE OF MISSOURI

DEPARTMENT OF HEALTH AND SENIOR SERVICES M v
BREATH ALCOHOL PROGRAM )

PERMIT
TYPE Il
BRYAN W LONG

is hereby authorized to instruct and supervise operators, train instructors, inspect, calibrate, periorm field service and repairs.

and operate the following breath analyzer(s):
DATAMASTER

for the determination of the alcohglic content of blogd from a sample of expired air.
§77.020 through 577.041, RSMo and 306.111 through 306.119 RSMo.

Permit issued under the provisions of sections

i
oare 0212712013 s 1S
DIRECTOR OF STATE PUBLIC HEALTH ;mom\ﬁdnf_‘
nuvegs 230035 VAPRCAN RGN E
EXPIRES 02/ 27/2015 Acting Q:KSW.\

DIRECTOR OF DEPARTMENT QF HEALTH AND SENIOR SERVICES
LAB-4 {R6-10)

MO 580-0771 (6-10)



